Background: A tool for standardized and repeated neuropsychological assessments in patients with idiopathic normal pressure hydrocephalus (INPH) is needed. The objective of this study was to develop a computerized neuropsychological test battery designed for INPH and to evaluate its reliability, validity and patient's ability to complete the tests.
Background
Cognitive impairment is a cardinal feature of idiopathic normal pressure hydrocephalus (INPH) and neuropsychological testing and grading are important for the diagnosis [1] . Patients show impairment in several domains, including memory, attention, executive functions, manual dexterity, psychomotor speed, and visuo-constructive ability [2] [3] [4] [5] [6] [7] [8] [9] [10] [11] [12] [13] . It has also been demonstrated that some of the cognitive domains improve after shunt surgery [2, [14] [15] [16] [17] [18] [19] . Pre-operative investigations of INPH most often include drainage of cerebrospinal fluid in small or large quantities, and changes in cognition could be used for predicting improvement after surgery [20] . After shunt surgery, neuropsychological evaluation may be used to assess if the patient is improved, but also to decide on up-or downregulation of an adjustable shunt [21] . However, there is no standardized neuropsychological test battery specially adapted and validated for INPH.
Computerized neuropsychological testing in the elderly has been suggested to have advantages compared to the corresponding conventional tests [22] . It could be administered in a standardized format; for example, instructions could be given in exact the same way at each session. Timed scoring of tasks, to avoid ceiling effects, can be used in a way that is impossible with paper and pencil tests [22] . Using a computerized test version, neuropsychologists are still needed for interpreting the findings and for diagnostic purposes, but the computerized test procedure probably requires a less skilled examiner. Using a computerized test version, data collection and scoring are objective and automatic. Thus, a computerized test has the potential to be administered to large groups of patients at a low price.
Neuropsychological testing of the elderly and patients with cognitive impairment such as INPH could be a challenge. A computerized environment is an additional complicating factor and it is important to evaluate that the computer -patient interface in a new test battery works for patients with INPH, also for those not being familiar to computers.
The aim of this study was to perform a structured literature search and identify the most appropriate paper and pencil tests for INPH. These conventional tests were translated into a computerized test battery that was evaluated regarding test-retest reliability, normative data of healthy elderly, validity for patients with cognitive impairment and finally, completion rate in INPH patients.
Methods
The research plan for this prospective study is illustrated in Figure 1 . In summary, design and programming of the computerized battery was based on a structured literature search. The evaluation of the test battery was divided into three parts: A. test-retest reliability to determine amount of measurement error in the computer tests; B. validity to ascertain that scores of the computerized tests co-vary with scores on their conventional paper and pencil test correlates, and; C. ability to complete the test for INPH patients.
Participants
Recruitment and testing were done at Umeå University, Sweden. Table 1 summarizes demographical data for the study populations.
A. Test-retest reliability. An advertisement was placed in the local newspaper asking for healthy individuals (60-82 years old). The selection and definition of healthy elderly have previously been reported [23] . A flow diagram describing recruitment and reasons for exclusions is displayed in Figure 2 . Forty-four healthy individuals were included. The Regional Ethical Review Board (IRB) in Umeå approved the study and written informed consent was obtained from all participants. The study was prospective and is registered in ClinicalTrials.org no: NCT01265251.
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Test evaluation
The test was evaluated using three cohorts. To determine amount of measurement error attributable to the tests, the test-retest reliability method was used [24] . Correlation between repeated measurements provide an indirect measure of the amount error in a score. Repeated measurements also give an estimation of improvement due to the effect of practice. To limit the effect of day-to-day fluctuations in cognitive performance, healthy elderly were recruited. To obtain reference scores, this cohort was recruited to age match the typical INPH-patient.
Validity (convergent validity) is "the degree to which an instrument truly measures the construct it purports to measure" [24] , i.e. the adapted conventional paperand pen tests. The computer test and corresponding conventional neuropsychological tests were administered to the same patient the same day. Patients in this cohort were recruited to have a range of cognitive performance, and thus a favorable noise to signal ratio, giving detectable correlations between computerized and conventional tests. Tests used in the conventional paper and pen test battery were the Stroop congruent/incongruent words [25] , Trail making test A and B [26] , CERAD tenwords-list, delayed recall and recognition [27] , CERAD figure copy test [27] .
For assessing the ability of hydrocephalus patients to complete the tests, patients referred to our department for hydrocephalus evaluation were recruited. Patients were given the computerized test battery. All testing was performed before any CSF removal procedures.
Neuropsychological test selection
A Pubmed literature search was performed using the terms "hydrocephalus AND (neuropsychology OR cognitive impairment OR neuropsychological testing OR dementia)". If any relevant studies were found in the reference list of obtained papers, those were also included. Fifteen studies were identified fulfilling the following criteria: A, more than 20 patients enrolled; B, showing cognitive impairment or C, cognitive improvement after CSF diversion (tap test or CSF shunt). The tests used in these studies are presented in Table 2 . Only tests that have been reported in at least two studies are displayed. Tests assessing different cognitive domains, and having the best evidence for evaluation of INPH patients were implemented. When alternatives existed, a shorter test was selected. Thus, a Ten-word-list test was used instead of the commonly used Rey Auditory and Verbal Learning Test (RAVLT). Some conventional tests did not lend themselves to computerization, such as the grooved pegboard and digit span tests, and were thus omitted.
Computerized tests
The computer program was developed in JAVA™ and Adobe Flash™ [33, 34] , and implemented on a Windows laptop (Lifebook A530, Fujitsu, Japan). Tests were presented in Swedish on a 17" touch screen monitor (L1730SF, LG Electronics, Seoul, South Korea), with animations and pre-recorded spoken instructions. A stylus (Pentopia T2300, Pilot, Tokyo, Japan) was used in all interactions with the touch-screen. Other means of input were via a microphone and a small numeric keyboard. Here follows a description of the computerized tests.
Two choice reaction test (attention)
A cross was presented in the middle of the screen with a button on either side. The subject was instructed to keep the stylus over the cross and then press one of the buttons as fast as possible when an arrow appeared that pointed to the button to be pressed. The arrow appeared after a random interval of 5 to 15 seconds. The reaction time was measured as the interval between the appearance of the The subjects were asked "Do you have computer knowledge, yes or no". arrow and the time the correct button was pushed. Median reaction time over 20 trials was used as the test score.
Trail making test A (psychomotor speed)
On the screen, 25 buttons marked with numbers (1-25) were displayed. The subject was asked to press buttons in consecutive order (1-2-3-etc) as fast as possible. Errors were indicated with pre-recorded verbal feedback, "Wrong, push another button". Time to completion was measured and used as test score.
Trail making test B (executive function)
The subject was presented with 25 buttons marked with numbers (1-13) and letters (A-L) on the screen. Buttons were to be pressed in consecutive order by alternating between letters and digits (1-A-2-B-3-C…). Errors were indicated with pre-recorded verbal feedback. Time to completion was scored.
Stroop congruent colors (psychomotor speed)
The names of colors (red, green, yellow or blue) were displayed in text of a black color. Two buttons of different colors were displayed, one of which corresponded to the name of the color presented. The subject was asked to press the button of the color that corresponded to the name of the color presented. Reaction time was measured as the interval between word presentation and the time the correct button was pushed. After the last button was pressed, there was a delay of 2 seconds before the next word appeared. Median reaction time for 50 words was used as the test score.
Stroop incongruent colors (executive function)
The names of colors were displayed in text of a color that was not congruent with the name of the color (e.g., the word red was shown in blue text). Two buttons of different colors were displayed, one of which matched the color of the text presented. The subject was asked to press the button of the color that corresponded to the color of the text as quickly as possible. Reaction time was measured as the interval between the word presentation to the time the correct button was pushed. Median response time for 50 words was used as the test score. If the error rate was more than 50%, the test was regarded as failed.
Ten-word-list (memory and learning)
The subject was asked to remember 10 consecutive words. The words were randomly drawn from a pool of the 50 most common Swedish nouns [35] . Words were presented on screen simultaneously with a recording of an announcer reading the word aloud. Each word was presented for two seconds, with a delay of two seconds between words. After the words were presented, the subject was asked to repeat as many of the words as possible into a microphone and save the answers by pressing a button marked "done" on the screen. The same list of words was presented three times, with the words in different order. The test score was the sum of correctly remembered words over the three trials.
Delayed recall (memory and learning)
After approximately 20 minutes of distracter tasks, the subject was asked to repeat the 10 words from the listlearning task. The number of correctly recalled words was used as the score. The participants were confirmed healthy regarding medical history and clinical examination including ongoing medication, physical and neurological examinations, electrocardiography, blood pressure, body mass index, Mini-Mental State Examination (MMSE) and MRI. Exclusion criteria was disease of the nervous system, MMSE < 28, medications affecting nervous system (such as benzodiazepine or antidepressants), anticoagulants, ischemic heart disease, diabetes, and vascular risk factors (Two of either: hypertension, smoking or hyperlipidemia). The attempt to obtain equal numbers of men and women, resulted in the early exclusion of 19 women who responded to the ad i.e. the "Remain" group.
Delayed recognition (memory and learning)
The subject was asked to discriminate between 10 words from the list learning task and 10 distracter words that were drawn from the same pool of 50 words. Twenty words were presented consecutively and the subject was asked to press buttons on screen: "yes" if recognized and "no" if not. The test score was calculated as the number of correct responses minus errors.
Figure copy task (visuo-spatial ability)
The subject was asked to copy a cube presented on screen, by drawing with the stylus. The drawing was stored for later manual scoring. The main author manually graded the figures, after all tests had been completed, as "correct" or "incorrect". The figure was regarded correct if the size was correct and all lines were present.
Four-finger tapping (manual dexterity)
The subject was required to tap on a small keyboard with the 2nd to 4th fingers of the dominant hand. The correct order of tapping was (digits) 2-3-4-5-4-3-2-3-4 etc. The computer gave auditory feedback with a highpitched tone when a correct button was pressed and a lower pitched tone for an incorrect selection. The tapping was to be performed as quickly as possible and was repeated five times. Each set was 10 seconds with time to rest in between. The number of correct taps during each set was measured. The total number of correct taps for all five sets was the score.
Geriatric Depression Scale (GDS)
GDS is a short instrument intended to measure symptoms of depression in elderly patients [36] . A score above 5 (range 0-20) indicates depression. The instrument has shown good validity [37] . The questions were displayed on the screen, and the subject was asked to press buttons labeled "yes" or "no".
Procedure
All testing was administered in a closed, sound-attenuated testing room, with a supervisor attending. In those tested twice (validity and reliability), one of two investigators (a research nurse or AB) attended at each session. Among Has not shown cognitive improvement after CSF diversion.
INPH patients, testing patient-computer interface and the ability to complete the test, the research nurse attended all sessions. The investigator (AB) who administered the conventional tests was trained and supervised by a neuropsychologist (EE). The investigators were blinded to any previous results. The investigators were instructed to answer questions about the tests, but not to help during testing. In order to make the patients familiar with the computer equipment, this investigation started with a simple introductory task requiring the participants to press buttons on the screen with a stylus. Each test was preceded by a practice test. There was automatic recorded verbal feedback if the task was misunderstood. Results were stored to disk, and a test report was automatically generated for each test session.
Statistical methods
The Pearson correlation between test and retest was used as reliability estimate. For the figure copy test, the phi-correlation coefficient was used. When applicable, the standard error of measurement (SEm) was calculated as SEm = SD*sqrt(1-r), where SD, is the standard deviation of the test scores, and r the Pearson correlation between test and retest [24] . The SEm gives an error band around a single score, and a given score is approximately within the range ± 2*SEm with a confidence of 95%. Practice effects between test and retest scores were analyzed with the Wilcoxon signed-rank test when normality assumption was not met; otherwise paired T-tests were used. For the figure copy test the McNemar test was used. Multiple linear regression was used to explore influence of demographical data on test scores. Convergent validity was explored by Spearman correlations between related computer/conventional tests. Discriminant validity, the degree to which tests from different cognitive domains does not co-vary, was explored by spearman correlations between the different computerized tests. The performance of INPH patients was expressed as percentage of median performance of the healthy individuals. Scores from the three cohorts were compared with the Mann-Whitney U test. For the figure copy test the Chi-square test was used. Significance level for all statistical data was set to 0.05. All statistics were analyzed in SPSS (Version 20, SPSS, Chicago, IL, USA).
Results
Test-retest (healthy elderly)
Scores, reliability, standard error of measurement (SEm) and significance level for practice effects are displayed in Table 3 . Most of the implemented tests show a good reliability (r = 0.7 -0.9), and all, but the figure copy test showed test-retest reliability above 0.6. Improvement between test and retest was seen in 5 out of 10 tests. 
Validity (patients with cognitive impairment)
Significant correlations between conventional and computerized measures were seen in all tests (r = 0.49-0.83), see correlations and raw scores in Table 4 . Table 5 demonstrates correlations between the different subtests. Significant correlations are seen between tests in the same cognitive domain i.e. tests of psychomotor speed, memory and executive function. As well, correlations are seen between tests with a strong motor component e.g. the Stroop tests, the Trail making tests and the finger tapping test. A correlation was also seen between the delayed recognition and figure copy tests.
Ability to complete the tests (computer -patient interface)
The INPH group scored higher in the GDS (median = 4) than healthy individuals (median = 0) (Mann-Whitney, p < 0.001). Three patients did not complete the battery. congruent words, Ten word list, Delayed recognition and Four finger tapping (Mann-Whitney, p < 0.05). There were more men, and more colorblind patients in the INPH group compared to healthy elderly (Chi-square test, p < 0.05 for both variables). No significant difference in age, education, preferred hand or computer knowledge was found. The single demographical variable that influenced any score in this group was education in the Stroop congruent words test (-122 ms/year, p = 0.025).
Discussion
We have developed a novel computerized neuropsychological test battery customized for the evaluation of communicating hydrocephalus and INPH. Computerization makes test delivery and scoring standardized. The implemented test was easy to use, automated, and the administrator does not need special training. The battery takes 30-40 minutes to complete, and automatically delivers a printed report with scores and comparison to healthy elderly. Most tests showed good test-retest reliability and validity, and test completion rate was good for INPH patients. The new battery revealed that patients with INPH performed worse on all tests, including depression scoring, compared to healthy controls. The computerized test is now ready for clinical evaluation, however, the authors want to stress that this study was not designed to assess the ability of the battery to detect improvement after CSF removal or shunt surgery in INPH.
The translation of paper pen testing into computerized procedures may affect the reliability and validity of the test procedure [22, 38] . An ideal neuropsychological test would have a high correlation with repeated measurements (i.e., test-retest reliability), indicating a low proportion of error in the test score. Most of the implemented tests show good to high reliability (r = 0.7 -0.9). The exceptions are tests of memory and visuo-constructive ability. Reliability measures in the memory domain are typically relatively poor, and have been attributed to variable human performance [39] . However, refraining from measuring these abilities is not an option, as they are common patient complaints and important for describing typical features of the dementia in INPH. The poor reliability in the figure copy task is probably due to dichotomous data, where a small error has a large influence on the score (from pass to fail). This is also the only test where the scoring is based on judgment by the investigator. These drawbacks suggest leaving this test out in an updated version of the battery. Regarding the Ten-word memory test, the only test having reliability below 0.7 (r = 0.67), the correlation is influenced by the variability of the scores. The scores of healthy elderly show a relatively homogenous distribution and therefore the correlation does not necessarily reflect low accuracy in test scores. Another, more practical measure of reliability that is less affected by performance of group under study is the standard error of measurement (SEm) ( Table 3) , which gives an error band around a given score. The median performance of the INPH patients on the memory test is 9.5 remembered items. The true score for a patient with this performance would be within the range 5.3 -13.7 items (median ±2*SEM). This range is with confidence lower than that of median healthy performance (20 items), implying satisfying reliability with regards to discriminating healthy from diseased. The ability to detect improvement after CSF diversion remains to be examined.
A common method to minimize the practice effects of a test is to use alternate forms. When designing the computer battery it was regarded practical to only have one form of each test. To limit the influence of the practice effect on the word list test, which is especially prone to practice effect, the program was designed to randomly draw 10 words from a pool of 50 words. Improvement between test and retest was seen in 5 of 10 subtests. Practice effects are influenced by age, retest interval and performance on the first test session [39] . This effect is [40] . The reported test-retest improvement is calculated from healthy individuals, and is thus probably lower when testing in INPH patients. Also, the follow up time after shunt operation is typically three to six months. This time span would further limit the effect of practice [39] . Retest data on shorter time intervals, for instance before and after a short-term tap test, has to be evaluated in future studies.
Poor reliability of either the computer test or corresponding conventional test leads to poor validity. Conventional and computerized tests in the memory domain and Figure copy task show relatively low correlation. However, the correlations are in parity or better than other computerized batteries available [41, 42] . The Four finger tapping test has no conventional test correlate. The test was previously studied during fMRI in our department, and was shown to improve after lumbar drainage in INPH-patients [16] . Thus, the test has validity in form of criterion validity. Divergent validity of the different subtests is demonstrated in Table 5 . Not surprisingly there were correlations between tests in the same cognitive domain. There were also correlations between tests with a strong motor component. The use of a touch screen interface means that there is a motor component in most tests, which might be a problem for patients with severely impaired motor function; however, because the purpose of the battery is to assess performance at baseline in comparison to controls, and change from baseline in response to CSF drainage or shunt surgery, the test should accurately reflect any change in the combined effect of INPH on cognitive and motor processing speed. A comparable problem also exists with conventional paper and pen testing, e.g. in the Trail making test A or B. The computerized tests resemble their conventional paper and pen correlates, with exception of the Stroop tests, which had to be adapted for the touch screen format. The core of the test is the response conflict between acting on the text or the text color. In spite of different means of action, we believe that the executive core of the test is captured in the computer test, and that this is reflected in a longer response time in the test of incongruent colors compared to the congruent test. Also, the correlation between the computerized and conventional format of this test was 0.76. Seventy-eight percent of the INPH patients completed the battery with one or none failed test. The ability to use the test in the intended patient group was thus good. The tests that were most commonly incomplete in the computerized battery were tests of executive functions (Trail making test B and Stroop incongruent words), which is a pattern seen in many forms of dementia. The percent incomplete tests is in parity with conventional neuropsychological testing in INPH, where in one study, the Stroop test was completed by 70% of the patients [43] .
The INPH patients had significantly higher depression scores when compared to healthy individuals. Depression can impair episodic memory, processing speed and executive functions [44] . This underlines the importance of screening for depression when interpreting scores in dementia patients.
The potential for the different subtests to discriminate between healthy and INPH patients is demonstrated in Figure 3 , which demonstrates impaired performance on all tests compared to healthy controls. Additionally, it is evident that the interquartile ranges for healthy and INPH patients are non-overlapping in all tests but the Trail making test B. Delayed recall being the most impaired test is in line with previous studies comparing healthy and INPH-patients [15] . There were significantly more men and colorblind patients in the INPH group. Male gender was associated with a faster response in the two choice reaction time test. Adjusting for this variable the result would still hold.
Recently, a new scale specifically designed for INPH was introduced [45] . The scale measures four domains, and neuropsychology as one. Even if the computerized scale presented in this study is not exactly the same, we consider us to have included similar tests. INPH scale included the Stroop test, the first part of the RAVLT and the pegboard test. Stroop test was included and the included 10-word list is similar in design as the RAVLT test. The Pegboard test is part of the INPH scale, but not included in the present battery. Instead, we have chosen the manual dexterity test that have been shown to improve after external lumbar drainage with a corresponding change in fMRI [16] .
The implemented battery is a focused battery with tests chosen to be sensitive to the cognitive profile of INPH. The battery was never intended to be a diagnostic battery in the way that a neuropsychologist administers a battery. Therefore, its utility for differential diagnosis was not examined. It should be warranted that computerized testing will not provide the qualitative data, or interpretation of scores, as from a full neuropsychological evaluation. This requires a professional neuropsychologist. Although the test is fully automatic, for ethical reasons, the presence of personnel while testing is mandatory, as to clarify instructions or halt the test, if cannot be completed [22] . The battery is translated from Swedish to English and Danish. The software will remain free of charge and we have an ambition to translate it to more languages.
Conclusions
A new computerized neuropsychological test battery designed for patients with communicating hydrocephalus and INPH was introduced. Its reliability, validity for general cognitive impairment and completion rate for INPH was promising. After exclusion of the figure copy task, the battery is ready for clinical evaluation and as a next step we suggest validation for INPH and a comparison before and after shunt surgery.
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